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This Technical Report describes the work done by Douglas D.
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The study is an experimental investigation of the harmonic

composition of a bounded ultrasonic beam. The frequency-sensitive

technique employed to measure the sound amplitude allows one to map

separate acoustic profiles for the fundamental and each harmonic

component. The constituent profiles are determined for sound waves

of a fundamental frequency 3MHz generated by a finite source having

a 2cm diameter. It is observed that the measured constituent pro-

files change as the sound waves travel away from the source. These

changes represent the competing influences of several mechanisms

such as nonlinearity, diffraction, and dissipation which are known

to be present in any liquid medium.

Tran D.K. Ngoc

Co-Principal Investigator

October 1980Oor9 Accession For

DDC TAB

iUn'nzouzced~Juitif~ i c , : t i on _

Avail aiid o±"

Dist. speclal



F

CHAPTER I

INTRODUCTION

Acoustic wave propagation is an inherently nonlinear

process. The nonlinearity manifests itself via the genera-

tion of harmonics as an acoustic wave travels through a

medium. The specific problem studied here is further com-

plicated by the fact that the source is finite. Thus a

theoretical description of this process involves a nonlin-

ear differential equation with boundary conditions appro-

priate to a finite dimensional source.

The theoretical foundations of nonlinear acoustics

were developed by Euler [] during the mid-eighteenth

century. It was not until the middle of the nineteenth

century though, that the implications of the theory of non-

linear acoustic plane wave propagation were understood [2].

The current theoretical models have expanded upon the early

simple plane wave theory in an effort to describe many of

the complexities present in nature such as dissipation,

diffraction, interference as well as the production of har-

monics as an intially sinusoidal wave travels through a

nonlinear medium [3,4].

FIn the 1950's experimental evidence of harmonic gen-

eration in acoustic beams was scen in the form of asymmetric;~L

--4i --
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light diffraction patterns produced when high-intensity

ulJ-rasonic waves interacted with monochromatic light [5].

The first experimental identification of the higher harmon-

ics generated within ultrasonic waves was accomplished by

Krasilnikov et al [6]. More recently, maps of the harmonic

content of sound fields have been made for large distances

from the source and for relatively low ultrasonic frequen-

cies [7,8].

The experimental investigation of the nonlinear pro-

duction of harmonics as presented here involves measurements

of ultrasonic waves of low-MHz frequencies propagating in

water. The reasons for using this frequency range are two-

fold. First, the use of low-MHz frequencies reduces the

acoustic wavelength so as to facilitate measurements of

a laboratory scale. Second, much medical and scientific

work is done using ultrasonic waves in the 1 to 10 MHz

range. The measurements were made at distances ranging

from 15 to 25 cm from a 2 cm diameter circular source.

At each distance an amplitude map of the fundamental and

the first two harmonics was recorded using a miniature

hydrophone. The frequency response of the hydrophone was

measured so that the amplitudes of the individual fre-

Vquencies could be compared.

L The presentation of the work done here begins with



a brief description of the theoretical background and a

review of some of the experimental techniques used in

measuring ultrasonic waves. The particular experimental

apparatus along with the calibration procedure is then dis-

cussed. Finally the experimental results and discussion

are presented.

1L
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CHAPTER II

THEORETICAL BACKGROUND

A simple one-dimensional equation of motion for an

acoustic wave in a fluid is given by [2]

( a 2 a 2 = C2 a 2  (2.1)

where C0 is the propagation speed and E is the particle

displacement from its equilibrium postion. Equation (2.1)

ignores many of the complexities present in nature such as

dissipation, diffraction, and interference. But, the

presence of the term in brackets on the left-hand side of

equation (2.1) makes it a nonlinear wave equation. Physi-

cally, the nonlinearity of acoustic wave motion is caused

by the properties of the medium through which the wave

travels. First, since the wave in a fluid is longitudinal,

a particle set in motion by the passage of the wave contri-

butes its own velocity to the velocity of the wave.

Second, the relationship between pressure and density is

not a simple linear one. The former effect dominates in

gases while the latter dominates in liquids [9]. The

overall effect is that, within the wave compressions

travel faster than rarefractions and an initially sinu-

soidal acoustic waveform distorts as it propagates

'I
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through the medium [1].

It should be noted that equation (2.1) reduces to an

ordinary wave equation if ( 3/3x ) were to be neglected,

in which case a solution of the form

= sin(wt-bx) (2.2)

would satisfy equation (2.1). This would imply that the

wave velocity would be the same for any frequency and would

be constant, regardless of the value of Eo' the maximum

particle displacement. However, it is obvious that for any

real acoustic wave the spatial rate of change of the particle

displacement, ( D/ax ), is not zero and the wave has

a finite amplitude (as opposed to an infinitesimal ampli-

tude when one assumes that ( ( /Ix) - 0 ), leading

to "finite-amplitude distortions".

During the early part of the nineteenth century both

Poisson and Lagrange [] obtained proof of these distortions

phenomena but were reluctant to believe their own findings.

Lagrange commented that "the new formula would destroy the

uniformity of the speed of sound and would make it depend

in some ways on the nature of the original disturbance:

, that which is contrary to all experiments". Poisson

questioned the validity of his findings and stated that

all sound, loud or faint is transmitted with same speed".

I
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In 1848 the British physicist Stokes interpreted the

implications of nonlinear wave propagation and pointed out

that the wave becomes progressively distorted as it propa-,

gates through the medium and eventually reaches a point

where the slope of the leading edge of the waveform becomes

infinite, hence a shock wave is formed.

An equation similar to (2.1) was solved in implicit

form by Earnshaw in 1859 [2] and an exact solution to

Earnshaw's formulation was found by Fubini in 1935 [2].

The distortion of a sinusoidal waveform, which will

occur when ( (a/ax) V 0 ), manifests itself via the

generation of harmonics as the wave travels through the

medium. Thus a Fourier analysis of a distorted waveform

contains the original fundamental frequency and higher

harmonics, with the higher harmonics being continually

added to the fundamental until the original sinusoidal wave

becomes a saw-tooth wave. This is in keeping with the

results of the velocity analysis of equation (2.1) which

predicts that the high compression portion of the wave travels

faster than the rarefraction, eventually causing the

waveshape to become a saw-tooth.

This holds true for dissipationless media. But fluids

dissipate acoustic intensity, primarily due to absorption.
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In most fluids the absorption coefficient is proportional

to the square of the frequency. This effectively prevents

shock formation as the very high harmonics are attenuated

faster than they are produced [2].

It becomes necessary, therefore, that attenuation be

considered in an analysis of acoustic wave motion. In

1931 Fay [2] developed a theory of the "almost stable

waveform" which showed that nonlinear harmonic generation

is eventually balanced by absorption after a certain

travel distance.

A combined use of fluid dynamics and wave mechanics led

to the development of the so-called generalized Burgers

equation, which takes into account major phenomena such as

diffraction and absorption in addition to nonlinearity [3].

Analytical solutions to this equation have been obtained

for plane waves travelling in an isotropic medium [10].

Other nonlinear acoustic wave eauations which take into

account absorption as well as finite source dimensions have

also been derived [3,4]. Numerical solutions to some of

these equations have been computed [ 11,12 1,

showing the progression growth of the harmonics, but fail-

ing to show any interference effects expected when con-

sidering a source of finite dimensions in the near field

LL
'J
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range.

Although genzrd] trends are predicted by simple models

as described by equation (2.1), the experimental measurements

made here have no theoretical model against which they can

be compared. The major theoretical obstacle encountered

involves solving the nonlinear equation that incorporates

a finite-dimension source.

Theoretical descriptions exist for both an infinite

source (plane wave theory) and a point source. But, the

measurements here were made sufficiently far from the source

so as to exclude the latter description.

The experimental measurements made here exemplify

both the nonlinear nature of acoustic wave motion and the

effects of finite source dimensions. It is hoped that these

measurements will provide a basis for further theoretical

work so that it will be possible to determine the contribu-

tion of either of these processes to the observed effects.

.1
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CHAPTER III

EXPERIMENTAL TECHNIQUES

Measurements of ultrasonic beams with the purpose of

producing a plot of both the intensity and the spectral

content put various constraints upon the particular tech-

nique to be used. As with any measuring technique, one

desires a minimum of interference by the measuring device

on the system, a technique that is easily calibrated, and

an apparatus whose sensitivity fall within the limits of

a given application. Thus it is evident that some work is

involved in the design and calibrating of an apparatus

which will allow one to measure the beam profile and the

frequency distribution in the beam.

There are many methods in use today for measuring

ultrasonic fields [13]. A short review of some of these

methods will be given paying special attention to the

particular needs of the present experiment.

1. Acoustic Pressure

A straightforward method for determining acoustic

intensity consists of measuring the radiation force on a

target of reflecting or absorbing material. For a pro-

gressive ultrasonic wave impinging upon a perfectly

absorbing target, the acoustic power is equal to the
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product of force times the speed of sound [14]. Although

this technique usually uses large targets to measure total

ultrasonic power [13], a sphere suspended on a pendulum

could be used to determine the profile of a beam [15]. The

advantage of the radiation force method is the ease of

calibration [14]. But, since one is measuring time-inte-

grated radiation force, the method is totally insensitive

to the spectral content of the beam.

2. Thermal

Another method for determining ultrasonic intensities

involves measuring the thermal energy the acoustic beam

deposits in an absorbing medium. The resulting temperature

rise is compared to a known source of thermal energy. Thus,

the system measures the time-measured mechanical energy

flow of the sound beam. Here again, this technique is

totally insensitive to the spectral content of the beam.

3. Interferometric

A much more complicated system used to measure ultra-

sonic fields involves optical interferometry. In this

system, a Michelson interferometer is set up with one of its

legs containing an optically transparent flexible mirror.

The mirror is placed in the ultrasonic sound field. Distor-

tions across the face of the mirror are proportioned to



the particle displacement in the ultrasonic field. The

mirror is scanned by the light and the distortions are

detected interferometrically. This system has a linear

response over 11 orders of magnitude and a spatial resolution

limited to the size of the light striking the mirror [16].

The acoustic displacement is not affected by the spectral

content of the beam, thus this technique is not frequency-

sensitive.

4. Acousto-optic

One of the frequently used techniques for measuring

ultrasonic beams involves the interaction of light with

sound field. The short theoretical description presented

here will follow that of Klein, Cook, and Mayer [17].

A sound beam travelling through a light-transparent

medium can be viewed as a regularly spaced series of com-

pressions and rarefractions of that medium. These changes

in density result in a small (on the order of one part in

S105 ) changes in the refraction index of the medium. Thus

a light beam perpendicularly transversing the sound field

will "see" an optical phase grating. This interaction of

the light with the sound manifests itself as a series of

Fraunhofer diffraction orders, where the intensity in

the n torder is given by

I -.
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= J2 (V) (3.1)n Jn

where J is a Bessel function (oZ the first kind) of ordern

n. The argument of the Bressel function, v, is given by

v = k pL (3.2)
S

where k is the wave number for the light, ( u/3p )

is the adiabatic piezooptic coefficient, p is the maximum

acoustic pressure and L is the interaction length.

The form of equation (3.1) was first given by Raman

and Nath [18] for infinitesimally small amplitudes of

of ultrasonic waves in the low MHz-range (up to about 5

MHz) provided the ultrasonic wave is pure sinusoidal.

It was later found [14] that the restrictions on the

validity of equation (3.1) as given by Raman and Nath, are

not sufficient and that another dimensionless parameter

should be considered in analyzing acousto-optic diffraction

* phenomena; this parameter is given by

Q = k*t/ k (3.3)

where k* is the acoustic wave number and u0 is the index

of refraction of the medium in the absence of sound. The

limit of validity of the above theoretical description

places the following constraints on Q and v [19]

Qv < 2, (3.4a)
I--
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Q < 2. (3.4b)

When the above conditions are satisfied, equation

(3.1) applies, in which case the interaction between light

and sound is known as Raman and Nath diffraction.

There is very little energy transferred between the

sound and the light during this interaction, leaving the

sound field virtually undisturbed during the measurement.

An absolute calibration of this technique is accomplished

in a rather straightforward manner. By measuring I of a
n

given diffraction pattern the Raman and Nath or v parameter

can be determined from equation (3.1). With a knowledge

of the wave number of the light, the adiabatic piezooptic

coefficient and the interaction length, equation (3.2) can

be used to determine the acoustic pressure of that part of

the beam which interacts with the light.

The above theoretical description Assumes a pure

sinusoidal acoustic beam. If the acoustic wavefront is

distorted (ie., there are harmonics present) the diffraction

pattern is no longer described by equation (3.1) L5]. A

diffraction pattern is still present, but it is asymmetric

about the zero order. From a detailed measurement of all

diffraction orders of such an asymmetric pattern one can

calculate the harmonic content of the wave form [20,211.

I
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The use of the acoustooptic technique has the advantages

that it creates no disturbance of the sound beam during

measurement, it is relatively easy to establish an absolute

calibration and it is seen to be sensitive to the harmonic

content of the beam. One of the obvious disadvantages

encountered in using acoustoopic probing is that the infor-

mation contained in the diffraction pattern represents an

integration through the sound field. Thus equation (3.2)

is really given by

v = K(3u/3p) fp(L) dL. (3.5)S

A map of the sound field can be extracted from (3.5)

by proceeding as follows. The light beam defines the

x-direction and the y-direction is perpendicular to both

the light and sound beams. Thus

v(y) = K(3u/)p) f p(x,y) dx (3.6)s

The function p(x,y) can then be determined from

the function v(y) through the use of Fourier projection

theory [22]. This procedure requires an a-priori know-

ledge of p(x,y) and the amount of information to beI

analyzed is extensive [221.

One limitation of all applications of acoustooptic

measurements is the requirement that the measuring system

conform to the constraints qiven by equations (3.4a) and

I
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(3.4b). For low frequencies (less than 5 MHz),low inten-

sities and narrow beam widths, these constraints are

easily met. But in the experimental arrangement used here

measurements were made sufficiently far from the sound

source so that diffraction spreadinq had increased the

value of L. Moreover, harmonic generation had increased the

value k* and consequently the Q narameter no longer obeyed

equation (3.4b).

Thus problems encountered when using the acoustooptic

technique to map ultrasonic fields are twofold. First,

if ones uses low MHz frequencies it is quite easy to

approach the limits of applicability of the equations

(3.4a) and (3.4b). Second, if one wishes to use a two

dimensional representation to produce a three dimensional

map of the intensity and spectral distribution in the

sound field, a method such as Fourier projection theory

must be used. This method requires a large amount of in-
formation and is not very useful in determining the spec-

tral content.

5. Miniature Hydrophone

The final measurina technioue to be examined is

electromechanical in nature. If a piezoelectrical crystal

(hydrophone) is placed in the ultrasonic field, it responds

L_
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mechanically to the variations in "ressure at the nrobe.

These mechanical vibrations of the crystal are transformed

piezoelectrically into an electric signal which contains

information of both the temporal and s.atial (with resolu-

tion limited to crystal dimension) intensity distribution

in the sound field. Since the spatial resolution of the

hydrophone is a function of its size, it is clearly advan-

tageous to have the dimension of the probe on the order of

wavelength of the sound. The minature hydrophones used

are constructed of a poled ceramic (lead zirconate or

barium titinate) sandwiched between two electrodes and

mounted in a hypodermic needle [13].

The hydrophone must be calibrated to check response

as a function of both incident intensity and frequency.

The calibration is most easily done by comnaring to one of

the other more easily calibrated measuring techniques.

The small dimensions of the miniature hydroohone

make it ideally suited for mapping ultrasonic fields.

Since the electric signal produced by the hydrophone contains

both spectral and intensity information [23], a simul-

taneous map of the harmonic and intensity distribution in

the sound field can be made.

The major limitation in the use of riniature

' i
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hydrophones is frequency response [24]. Due to the small

size of the ceramic piezoelectric crystal, mechanical mode

coupling may occur when the crystal is subjected to sev-

eral frequencies. Nevertheless, the frequency response of

the probe can be accurately determined by careful cali-

bration of the response.

iL

I,
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CHAPTER IV

EXPERIMENTAL SETUP

1. Apparatus

The basic experimental apparatus used here consisted

of a source of ultrasound and a measuring device capable of

mapping the spectral and intensity distribution with the

ultrasonic field.

The source of the ultrasonic field was an air-backed

quartz transducer 2.5 cm in diameter driven at a frequency

of 3 MHz. The transducer was mechanically clamped in a

water-tight brass housing leavinq an effective radiating

area 2 cm in diameter. The transducer was driven from

a Westinghouse transmitter, type CAY-52239, modified to

supply the necessary high voltage and low current required

to drive a quartz piezoelectric device.

The transducer was immersed in a tank of water 120 cm

in length, 30 cm wide and 30 cm deep. Sound absorbing

rubber was placed in the tank to eliminate reflections from

the walls of the tank thus assuring that the ultrasonic

field consisted of progressive waves only. The water

temperatures remained at 200 throughout the experiment.

The probe used was a miniature hydrophone manufactured

by Mediscan Incorporated. The dimensions of the probe are

-tt
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191

given in Figure 1. The probe and transducer were mounted

on an optical bench above the tank in a manner which allowed

three dimensional calibrated motion of the probe with

respect to the transducer. The distance between transducer

and probe was varied by moving the transducer along the

optical bench. With the vertical and lateral adjustments

being accomplished by moving the probe in its calibrated

holder as shown in Figure 2. Detection of ultrasonic waves

with a hydrophone was briefly described in Chapter III.

Recall that the probe is constructed such that a piezoelec-

tric crystal intercepts the ultrasonic field and the mechan-

ical deformations it experiences are transformed into an

electrical signal. The signal from the probe was transfer-

red via a shielded coaxial cable to a Tektronix ILl0 Spectrum

Analyzer. The spectrum analyzer consists of a variable

frequency (1 to 36 MHz) tuned input circuit coupled to an

output amplifier capable of driving a cathode ray tube and

a chart recorder. This allows one to Fourier-analyze the

electrical output of the probe, yielding the amplitudes of

the individual frequency components present in the signal.

The spectrum analyzer is phase insensitive; this however,

is not a limitation for the present experiment since an

a-priori knowledge of the type of signal being analyzed

I4II
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FIGURE 2: Overhead view of probe and transducer mount.
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assures one that the phase between the fundamental and the

harmonics remains fixed in the progressive wave.

If the response of the hydrophone was flat (i.e., not

a function of frequency) then the electrical signal produced

by the probe would perfectly replicate the components of the

incident acoustic wave. Due to the size limitations placed

upon miniature hydrophones,the frequency response is not

flat [13,25].

The frequency response of the hydrophone must therefore

be measured and the linearity of probe response as a

function of incident intensity must also be determined. The

calibration procedure is described in the next section.

The second part of the apparatus consisted of an

acousto-optic system, shown in Figure 3. It consists of a

5 milliwatt HeNe laser, an optical lens system, an adjusta-

ble f stop, and a solid state photo detector. The laser
0

poduced a beam of light at a wavelength of 6328 A. The

optical lens system was used to increase the spatial seper-

ation of the diffraction pattern in order to facilitate

measurement of diffraction order intensities. The f stop

was used to reduce the spatial cross section of the laser

beam which had been expanded by the lens system. The photo

detector was used to determine the amount of light oresent
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in the zero order of the diffraction pattern. This system

also required calibration. The procedure is described in

the next section.

The experimental arrangement used to map the ultrasonic

field was identical to the calibration setup seen in Figure

3, except that the transducer to hydrophone distance was

increased.

2. Measurement Procedure

The field of a circular transducer is characterized

by means of a dimensionless parameter, a , given by

a = Az/a 2  (4.1)

where A is the acoustic wavelegth, z is the source-to-

probe distance an a is the radius of the transducer. The

region from the transducer face, where a = 0 to a distance

corresponding to a = 1.0 away from the face is known

as the acoustic near field. The region where a > 1 .0

is known as the acoustic far field.

Measurements were made in a reoion of the sound field

centered around the boundary between the near and far

fields. This region was chosen for two reasons. First,

an efffort was made to provide data taken in an area of

of theoretical interest where both measurable harmonic

components are expected to exist and effects due to other

~L
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processes such as diffraction and interference are

significant. Second, some work using ultrasonic equipment,

for both medical purposes and in scientific research, is

performed at these source-to-probe distances, frequently

without any specific knowledge of beam intensity distri-

bution or harmonic content existing at these distances.

Six sets of measurements of the ultrasonic field

were made at source-to-probe distances varying from 15 cm

to 25 cm ( a = 0.75 to 1.25 ) in 2 cm increments. At

each of the above distances from the transducer a profile

was measured at 3, 6, and 9 MHz. An individual profile

consisted of 17 measurements made alonq a 100mm line

centered on and perpendicular to the acoustic axis. Each

profile was measured four times so that the final profile

was an average of the four runs. The amplitude of the

ultrasound was set at the beginning of each run suchthat

the diffraction pattern produced with the laser beam 5mm

from the face of the transducer had an integrated v value

of 2.4 (the first zero of the zero order).

U.

* -
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CHAPTER V

CALIBRATION

The miniature hydrophone used to map the ultrasonic

field in this experiment required calibration to check

both response as function of frequency and linearity of

response as a function of incident pressure.

One method of calibrating hvdrophone frequency response

is to subject the probe to a broad band acoustic pulse and

then compare the known spectrum of the acoustic pulse to

the measurement spectrum of the hydrophone output [26].

Rather than using this generally accepted method for cali-

brating the probe, a less involved variation of the technique

was employed for two reasons. First, it is not convenient

to use this method to test hydrophone linearity. Also, the

nature of the acoustic field being measured in this experi-

ment is such that the probe response be' known at only

certain discrete frequencies. Hence, the hydrophone need

only be calibrated at 3, 6, and 9 MHz representing the

fundamental and the first two harmonics of the acoustic

spectrum, respectively.

1. Calibration Procedure

Calibration runs were made at each of the above three

frequencies comparing response of hydrophone and spectrum
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analyzer (treated together as one instrument to be calibra-

ted) to simultaneous acousto-optic measurements. The source

of the 3 and 9 MHz ultrasonic fields was a 3 MHz transducer

driven in its fundamental mode and then at its third

harmonic,respectively. The 6 MHz ultrasonic field was

produced by driving a 2 MHz transducer at its third har-

monic.

Distortion of the ultrasonic waveform due to propaga-

tion through the water was minimized during the calibration

runs by keeping the transducer-to-hydrophone distance short

(approx. 5 mm). This assured that the calibration runs were

made on nearly sinusoidal ultrasonic fields. The acousto-

optic measurement against which the probe response was

calibrated is a measure of the sound pressure in the

ultrasonic field that manifests itself in the form of a di-

fraction pattern. The acoustic pressure can be determined

from the diffraction pattern by using equations (3.1) and

(3.2). Since only a relative calibration of the response

to the three frequencies is under consideration, the orobe

response was compared to the v parameter (which is propor-

tional to the acoustic pressure through equation (3.2)).

This comparison was mado in the follawing manner:

the hydrophone was placed on the acoustic axis in front of

I
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the transducer and the output voltage of the probe was

recorded as the transducer driving voltage was changed.

At the same time the laser beam was adjusted so that its

optic axis was normal to the acoustic axis with the inter-

cept of the two being between the transducer and the

hydrophone as close to the probe as feasible. This arrange-

ment made it possible to probe essentially the same point

in the sound field by means of the probe output and the

acousto-optic interaction. Varying the transducer driving

voltage thus changed both the output voltage of the

hydrophone and the light intensity distribution in the

light diffraction pattern. The acousto-optic diffraction

pattern was analyzed by measuring the zero order light

intensity and then using equation (3.1) to determine the

appropriate v parameter. As was stated before the

acousto-optic diffraction pattern is a measure of the

ultrasonic field integrated along the optic axis. Even

though the spatial cross section of the laser beam and

the active area of the hydrophone were approximately

equal, the light beam interacted with more of the sound

field than did the probe. But since the distribution

of energy in the ultrasonic field near the transducer is

not a function of transducer output [19] the diffraction

j
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pattern represents a relative measure of the ultrasonic

pressure incident on the probe. That is to say that if the

ultrasonic ouput were doubled, both devices would "see"

twice the ultrasonic amplitude. Each of the three cali-

bration runs compared probe response to the acousto-optic

v parameter at 13 different ultrasonic intensities. The

ultrasonic intensities used for calibrating the probe

corresponded to zero order light diffraction intensities

ranging from 0.95 ( v = 0.3 ) to 0.1 ( v 1.8 ).

Where the total available undiffracted light intensity of

the laser has been normalized to one.

2. Calibration Results and Discussion

During the calibration runs, the close hydrophone-

transducer proximity was dictated by the need to make

measurements at a distance where harmonic'distortions

of the initial sisusoidal wavefronts have not vet

occurred.

Thus, the frequency response calibration of the probe

must be done in the near field of the transducer. One

problem encountered in making measurements in the acoustic

near field is that the amplitude distribution across the

beam is not smoothly varying as it is in the far field but

is determined by the constructive and destructive inter-

I
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ference of the wavelets emitted by the transducer. An

analysis of diffraction patterns produced by the sound

field from a circular plane piston source shows fluctuations

of as much as 30 percent in the integrated v value for

measurements made for different values of a in the near

field [26].

In addition to those amplitude variations across the

ultrasonic beam, there exists even greater pressure

variations along the acoustic axis in the near field.

These fluctuations range between zero and twice the initial

pressure (i.e. total destructive interference and total

constructive interference).

This interference encountered in making measurements

in the near field is further complicated by the fact that

the minima of the integrated optic effect do not occur

at values of a where probe measurements show minima of the

pressure along the acoustic axis [26].

Relative calibrations made at one frequency are not

affected by this because the laser beam and Drobe orientation

are fixed during a given run. But, the possibility that

the relative orientation of hydrophone and laser beam is

different foi measurements made at different frequencies

has the effect of introducing a systematic error into the

L
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frequency calibration data.

This error was minimized in the following way: The

frequency calibrations at 3, 6, and 9 MHz were made at

transducer-to-hydrophone distances corresponding to a

value for a of 0.025, 0.0125, and 0.0083 respectively.

The differences in the v values as determined from the dif-

fraction patterns produced by the ultrasonic beam at those

values of a were only 2 to 3 percent [26]. Also the pres-

sure variations along the acoustic axis recorded by the

hydrophone located at these distances varied by only 10

percent. Thus, a maximum error of 15 percent was assumed

for the frequency calibration data.

A graph of probe output versus v value for each of

the three frequencies is shown in Figure 4. A straight

line was fit to the data for each frequency by Chi

squared minimization technique. The calculated slopes

of the straight lines are a relative measure of the fre-

quency response of the probe. The response of the

probe at 3, 6, and 9 MHz is in the ratio of 1:2.9:3.5

respectively.
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CHAPTER VI

EXPERIMENTAL RESULTS

The measured ultrasonic profiles, presented graphically

in Figures 5 through 10, are grouped for various distances

from the source, with each Figure showing the 3, 6, and 9

MHz beam profiles measured at a given distance. The 6 and

9 MHz beam amplitudes have been adjusted to reflect the

probe calibration as discussed in Chapter V. Since no

attempt was made to correlate probe output to absolute

numerical values of ultrasonic pressure, the vertical

scale in Figures 5 through 10 is given in arbitrary units.

The lines connecting the experimental points in the

Figures are merely a visual aid and are not meant to re-

present a fit to the data.

As was pointed out in Chapter III there is not a com-

prehensive theory able to predict ultrasonic profiles

measured at the source-to-probe distances used here. But,

the data can be analyzed in light of the qualitative

results predicted by existing theory.

There are many competing processes involved in the

determination of these profiles including nonlinear pro-

duction of harmonics, attenuation, diffraction spreading

L
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FIGURE 5: Sound amplitude versus distance across sound field for
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FIGURE 7: Sound amplitude versus distance across sound field for
z= 19 cm.
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and interference effects. The fluctuations in maximum

amplitude of the 3 MHz beam is An indication that inter-

ference affects the profile of the fundamental. It is not

clear however, whether the profiles of the first two

harmonics are affected by interference. The steady rise

of the second and third harmonics as distance from the

source increases points to the fact that these profiles

are strongly determined by the nonlinear production of

the harmonics. The similarity of the profiles at 23 and

25 cm shows that attenuation has balanced harmonic produc-

tion at this distance for the pressure amplitude initially

produced at the source transducer. The lack of a compre-

hensive analytical expression makes it difficult to

determine to what extent the other processes affect the

profiles. Examination of the 3 14Hz profiles shows that

the width (ignoring the tails on either side of the

minima) remains constant at the distances considered here.

Thus either diffraction speading is not significant or it

is effectively balanced by some other competing processes.

In order to make the measurements more useful for

possible future theoretical work, an effort was made to

fit an analytic expression to the data. The fit to the

data was accomplished using a weighted chi-square minimi-
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zation technique [27].

An I.B.M. 360 computer was used to analyze the data.

The average ultrasonic amplitudes (shown in Figures 5

through 10) along with the standard deviation (on the mean)

for each data point was calculated by the computer. The

standard deviation served as the weight factor used in the

chi-scuare fit. The average ultrasonic intensities and

the corresponding standard deviation were stored in the

computer in a large array so as to facilitate further

data minipulation.

Initiallly an attempt was made to fit a fourth

order polynomial to the beam profiles. But, it was

determined that the profiles were too highly peaked

to be adequately represented by a polynomial of as low

an order as four. Thus a higher order polynomial was

needed. The immediate Problem encountered here was that

a higher order polynomial requires that a greater number of

independent parameters be fit to the data. And, it is

impossible to fit to the data a polynomial which contains

more independent parameters than there are data points.

As an alternate method to obtain a fit,an anal-,tic

expression of the form A(l-bx2) n +C was considered. The

parameter A, representing the maximum height of the profile,

-J]
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and the parameter-C representing the background, were

estimated from the graphical respresentation of the data

as given in Figures 5 through 10. The expression was fit

to the data for values of n equal to 2, 4, 6, and 8. Thus

for a given value of n there was only one independent

parameter to be determined through the chi-square minimi-

zation process.

The best fit to the data occurred for n equal to 6.

Figure 12 shows the calculated profiles and the experi-

mental points at the probe-to-source distance of 23cm.

The minimum value of chi-square obtained through the

fitting procedure serves as a statistical measure of how

well the analytic expresssion fits the data. The

values of chi-square calculated here were rather large

so that little statistical significance can be placed

on the expressions as representation of the beam pro-

files. Nonetheless, some useful information can be ex-

tracted from the calculated analytic expressions. The

zeroes of A(l-bx2) n occur at values of x equal to

-/T. Thus, the expression 2/175 is a measure of the

width of the beam profiles. Table 1 lists the values of

of 2/VT/h as calculated from the above analytic expression

for n=6. It is noted that the zeros listed in the table
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TABLE 1

2/-1/b calculated from computer fit
for n=6

x req. 3 6 9
(cm) MHz MHz MHz

15 62 42 23

17 59 L12 30

19 55 40 28

21 55 41 26

23 55 41 26

25 55 48 24
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occur essentially at the same value of x for all the beam

profiles at a given frequency, thus further confirming

the absence of diffraction spreading. This absence of

spreading had already been found experimentally as indicated

in Figures 5 through 10.
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CHAPTER VII

CONCLUSIONS

The map of the ultrasonic field presented here was

made in a region of both theoretical and experimental

interest. The data and calculated profiles together

with the observations presented in Chaoter IV form a

basis for future theoretical work. The data may be

useful in the study of the interaction of distorted

ultrasonic waves with biological systems.

In the work presented here particular attention was

paid to the experimental apparatus and the calibration

technique employed. The comparison of measuring techniques

presented in Chapter III shows the system used here to

be the most suitable for this application.

As a suggestion for further work, the probe could be

calibrated in absolute rather than relative values, which

were used in the present work where the interest lay

only in a relative measure of the arowth of the harmonics

and their percent contribution to the total power in the

beam. In the work presented here the interest was in

producing an overall mapping of the beam and the number

of data points were sufficient to accomolish this task.
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As a future effort one could consider measurements which

evaluate the sound pressure profile at more closely spaced

intervals which would yield more data noints to be used

in developing the fit to the data. This could yield a

better statistical analysis with a corresponding higher

level of confidence.
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